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Summary
Introduction:  Several  clinical  and  radiological  techniques  have  been  described  to  assess  lower
limb length  and  angle  measurements.  None  of  them  has  yet  met  the  ideal  criteria  for  a  reli-
able, reproducible,  safe,  and  inexpensive  system.  In  this  context,  a  new  biplanar  X-ray  system
(EOSTM,  EOS  imaging,  Paris,  France)  makes  it  possible  to  obtain  a  3D  reconstruction  of  the
lower extremities  from  two  2D  orthogonal  radiographic  images,  with  associated  calculation  of
3D measurements.  The  reliability  of  this  technique  has  never  been  documented  on  adults.
Hypothesis:  Lower  limb  measurements  produced  by  the  3D  EOSTM reconstruction  system  are
reproducible  regarding  inter-  and  intraobserver  assessment  and  more  reliable  with  this  3D
technique than  when  they  are  obtained  from  2D  measurements.
Materials  and  methods:  This  study  included  25  patients  awaiting  total  hip  arthroplasty  (50  lower
limbs). Two  independent  observers  made  all  measurements  twice,  both  on  the  2D  frontal
radiograph  and  using  3D  reconstructions  (femoral  measurements  of  length,  offset,  neck  shaft
angle, neck  length,  and  head  diameter,  as  well  as  the  tibia  length,  limb  length,  HKA  and  HKS).
Reproducibility  was  estimated  by  intraclass  correlation  coefﬁcients.
Results: Both  the  inter-  and  intraobserver  reproducibility  of  the  EOSTM measurements  was
excellent;  more  speciﬁcally  inter-  and  intraobserver  reproducibility  was  0.997  and  0.997  for
0.995  for  tibial  length,  0.999  and  0.999  for  limb  length,  0.894  andfemoral length,  0.996  and  
0.891 for  HKS,  0.993  and  0.994  for  HKA,  0.870  and  0.845  for  femoral  offset,  and  0.765  and  0.851
for neck  shaft  angle.  For  most  of  the  variables,  the  interobserver  correlations  were  statistically
better with  the  EOSTM 3D  reconstruction.
∗ Corresponding author. Tel.: +33 1 58 41 30 82; fax: +33 1 58 41 30 87.
E-mail address: B.Guenoun@Free.fr (B. Guenoun).
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Discussion:  Our  results  show  that  the  EOSTM systems  allow  reproducible  lower  limb  measure-
ments. Furthermore,  3D  EOSTM reconstructions  offer  better  reproducible  measures  for  most  of
the parameters  than  radiographic  2D  projection.  Its  use  before  deciding  on  surgery  and  during
planning for  lower  limb  arthroplasty  appears  essential  to  us.
Level of  evidence:  Level  III:  diagnostic  prospective  study  on  consecutive  patients.
© 2012  Elsevier  Masson  SAS.  All  rights  reserved.
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• HKS  angle:  between  the  femoral  mechanical  axis  and  theIntroduction
Since  the  era  of  arthroplasty  began,  orthopedic  surgeons
have  needed  to  take  meticulous  lower  limb  measurements
to  optimize  preoperative  planning.  Currently,  plain  radio-
graphs  are  used  in  clinical  practice  and  research  for  most  of
these  measurements.  Even  with  digitization,  however,  these
measurements  remain  limited  to  only  two  dimensions,  and
they  may  well  be  insufﬁciently  accurate  to  allow  diagnosis
or  preoperative  planning  [1,2]. The  ability  to  measure  the
different  relevant  lengths  and  angles  of  the  lower  limb  in  3D
space  is  essential  in  the  analysis  of  lower  limb  anatomy  and
biomechanics.
The  choice  of  imaging  technique  requires  consideration
of  accuracy,  reliability,  magniﬁcation,  radiation  dose,
cost,  need  for  special  equipment,  convenience,  and  the
ability  to  image  the  entire  limb.  A  technique’s  accuracy  is
deﬁned  as  the  variation  of  the  measurement  when  using
the  imaging  method  compared  with  its  variation  with  the
reference  technique  or  gold  standard,  whereas  its  reliability
is  the  interobserver  and  intraobserver  variation  in  mea-
surements.  Besides  standard  clinical  techniques  [3],  the
currently  available  methods  for  lower  limb  measurements
are  conventional  and  digital  radiography  [4],  computed
tomography  (CT)  [5],  and  magnetic  resonance  imaging  (MRI)
[6].  Most  of  these  radiologic  techniques,  however,  have
speciﬁc  limitations,  and  the  speciﬁc  protocols  required  do
not  appear  to  be  routinely  employed.
A  new  imaging  method,  the  low-dose  digital  stereora-
diography,  was  recently  developed  [7,8]. This  technique
is  based  on  the  multiwire  proportion  chamber  for  particle
detectors,  for  which  G.  Charpak  won  a  Nobel  Prize  in  physics.
A  partnership  between  a  team  of  biomedical  engineers,
orthopedic  surgeons,  and  radiologists  has  transformed  it  into
the  low-dose  system  named  EOSTM (EOSTM Imaging,  Paris,
France).
The  system  consists  of  a  C-shaped  vertically  travel-
ling  arm  supporting  two  image  acquisition  systems,  placed
orthogonally,  each  composed  of  an  X-ray  tube  and  a  lin-
ear  detector.  The  source  and  detector  thus  move  together,
with  the  beam  always  horizontal  to  the  patient.  The  system
produces  full-length,  weight-bearing  images  with  minimal
irradiation  [7—9]. Specially  designed  software  included  in
the  workstation  allows  three-dimensional  (3D)  modelling  of
the  bone  envelope  and  automatic  calculation  of  speciﬁc
clinical  variables  (Fig.  1).  Biplanar  stereoradiography  and
personalized  modelling  of  the  skeleton  have  been  exten-
sively  developed  for  various  anatomic  regions  including  the
lumbar  spine  [10], cervical  spine  [11], ribs  [12], pelvis  [13].
In  a  recent  study,  the  use  of  this  technique  on  lower  extrem-
ities  was  validated  on  children  [14]. The  goal  of  our  study
•as  to  investigate  intraobserver  and  interobserver  repro-
ucibility  of  these  EOSTM 3D  reconstruction  measurements
n  vivo.  As  a  secondary  aim,  we  compared  these  results  with
D  measurements.
aterials and methods
atients
his  study  included  25  patients  scheduled  for  total  hip
rthroplasty  (50  lower  limbs).  Patients  consented  in  writing
o  inclusion  in  the  study  after  receiving  comprehensive  infor-
ation  about  the  study  protocol  and  other  details.  Inclusion
riteria  for  this  study  included  need  for  a  primary  total  hip
eplacement  and  provision  of  informed  consent.  This  study
eceived  an  institutional  review  board  approval  (Comité  de
rotection  des  Personnes  Île-de-France  X,  Number:  2011-04-
3).
Patients  were  excluded  if  they  had  previously  had  any
ind  of  bone  surgery  (osteosynthesis  or  arthroplasty)  for  the
ower  limbs.  Each  patient  underwent  biplanar  EOSTM long-leg
adiography  in  a  weight-bearing  position.  Dose  received  by
he  patient  (entrance  ‘‘air  kerma’’),  given  by  the  acquisition
ystem,  was  recorded  for  each  patient.
D  measurement
or  each  patient,  the  EOSTM frontal  2D  X-ray  was  used  to  per-
orm  2D  measurements  with  a  dedicated  software  (SterEOS
D,  EOSTM Imaging,  Paris).
Measurements  were  done  as  follows  (Fig.  2):
Femur  length:  between  the  center  of  the  femoral  head
and  the  center  of  the  femoral  notch.
 Tibia  length:  between  the  center  of  the  tibial  plateau  and
the  center  of  the  tibial  plafond.
 Total  length:  between  the  center  of  the  femoral  head  and
the  center  of  the  tibial  plafond.
 HKA  angle:  between  the  femoral  mechanical  axis  and  the
tibial  mechanical  axis.  The  femoral  mechanical  axis  was
deﬁned  as  that  connecting  the  center  of  the  femoral  head
to  the  center  of  the  femoral  notch,  and  the  tibial  mechan-
ical  axis  as  the  line  from  the  center  of  the  tibial  plateau
extending  distally  to  the  center  of  the  tibial  plafond.femoral  anatomical  axis.
 Femoral  head  diameter:  diameter  of  a  circle  ﬁtting  the
femoral  head.
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aigure  1  EOSTM 3D  modelling  process.  a:  simultaneous  radiog
 Femoral  neck  length:  length  of  the  neck  axis  between  the
center  of  the  femoral  neck  and  the  point  joining  the  neck
axis  and  the  diaphysis  axis.
 Neck-shaft  angle:  angle  between  the  femoral  neck  axis
and  the  axis  of  the  diaphysis.
Femoral  offset:  distance  between  the  center  of  the
femoral  head  and  the  axis  of  the  diaphysis.Two  independent  observers  did  each  2D  measurement
wice.
igure  2  3D  lower  limb  reconstruction  and  long-leg  radio-
raph.
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Cic  acquisition;  b:  radiographic  images;  c:  3D  modelling.
D  measurement
ith  the  dedicated  3D  software  (SterEOS  3D,  EOSTM Imag-
ng,  Paris),  the  same  operators  reconstructed  each  lower
xtremity  in  3D.  The  reconstruction  process  begins  by  the
election  of  anatomical  landmarks:  center  of  the  femoral
ead,  femoral  condyles,  and  tibial  extremities  (proximal
nd  distal).  The  application  creates  the  lower  limb  enve-
ope;  the  operators  then  adjust  the  reconstruction  manually
o  match  the  model  better.  Finally,  the  clinical  measure-
ents  are  automatically  extracted  from  the  ﬁnal  envelope.
he  available  lower  limb  measurements  were:  femur  length,
ibial  length,  lower  limb  length,  HKS  angle,  HKA  angle,
emoral  offset,  neck  shaft  angle,  femoral  head  diameter,
emoral  neck  length,  femoral  anteversion,  femoro-tibial
otation,  tibial  torsion,  and  presence  of  ﬂexion  contracture
r  recurvatum  (Fig.  2).  Landmarks  used  to  do  the  2D  mea-
urements  were  equivalent  to  those  used  by  the  3D  software
or  the  automated  calculations.  Two  independent  observers
id  each  3D  measurement  twice.
tatistical  analysis
hese  data  enabled  us  to  calculate  intraclass  correlation
oefﬁcients  [15]  to  determine  the  intra-  and  interobserver
eliability  for  each  technique.  The  means,  SD,  and  95%  conﬁ-
ence  intervals  were  calculated  for  the  variables  above  (two
bservers  by  two  times  by  100  lower  limbs).  We  investigated
ntra-  and  interobserver  reproducibility  of  each  variable
ith  multivariate  four-way  analysis  of  variance.  Means  for
he  quantitative  variables  were  compared  with  Student’s  t-
est  or  the  nonparametric  Mann-Whitney  test  for  comparing
aired  means.  Signiﬁcance  was  deﬁned  as  a  P  value  of  0.05.
ompleted  data  were  analyzed  with  use  of  the  Statistical
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Table  1  Results  of  lower  limb  measurements  by  3D  EOSTM and  the  2D  EOSTM radiograph.
Variable  3D  2D  Difference  P
Mean  (Min;  Max)  SD  Mean  (Min;  Max)  SD
Femur  length  (cm) 41.66  (48.16;  36.75)  2.42  41.15  (36.40;  47.70)  0.47  0.51  <  0.05
Tibia length  (cm)  36.29  (41.48;  30.54)  2.59  35.54  (29.40;  40.60)  0.55  0.75  <  0.05
Lower limb  length  (cm)  78.15  (88.47;  67.87)  4.80  77.29  (66.70;  88.60)  0.84  0.86  <  0.05
HKS angle  (◦)  6.02 (9.23;  2.07)  1.48  5.59  (1.30;  9.00)  0.36  0.43  <  0.05
HKA angle  (◦)  1.10 (−20.83;  14.32) 5.36  0.71 (−23.10;  16.70)  0.71  0.38  <  0.05
Femoral offset  (cm) 4.27 (5.84;  3.11)  0.54  3.60 (2.30;  6.00)  0.68  0.67  <  0.05
Neck shaft  angle  (◦)  122.69 (139.56;  108.87)  5.96  130.73 (110.30;  146.20)  0.96  −8.04  <  0.05
Femoral head  diameter  (cm)  4.47  (5.16;  3.70)  0.29  4.55  (3.50;  5.80)  0.47  −0.08  <  0.05
Femoro-tibial  rotation  (◦)  7.16  (27.61;  0.23)  5.52
Tibial torsion  (◦)  28.91  (43.93;  9.76)  7.13
Femoral  neck  length  (cm)  5.01  (6.51;  4.04)  0.50  4.78  (3.50;  6.90)  0.68  0.25  <  0.05
Flessum/Recurvatum  (◦)  6.67 (18.24;  −14.72) 6.11
.65
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Package  for  the  Social  Sciences,  version  17.0  (SPSS,  Chicago,
Illinois).
Results
Values  of  each  lower  limb  variable  extracted  from  the  2D
measurement  and  3D  EOSTM reconstruction  are  reported  in
Table  1  and  did  not  differ  from  the  value  of  the  litera-
ture  [4,16—18].  We  found  a  statistical  difference  for  all  the
lower  limb  variables  between  the  2D  and  the  3D  techniques
(P  <  0.05).
The  intraobserver  correlations  of  the  3D  technique  were
excellent  as  they  were  for  the  2D  technique.  This  was  the
case  conﬁrmed  for  all  the  variables.  On  the  other  hand,  cor-
relations  were  somewhat  lower  for  some  of  the  variables  for
the  2D  technique:  neck  shaft  angle,  and  femoral  head  dia-
meter.  The  intraobserver  correlations  were  statistically  bet-
ter  with  the  3D  technique  than  the  2D  technique  for  most  of
the  variables  (Table  2).
The  interobserver  correlations  of  the  3D  EOSTM technique
were  also  excellent,  as  for  the  2D  technique.  Again,  this
result  was  conﬁrmed  for  all  variables  in  the  3D  reconstruc-
tions,  while  for  the  2D  technique,  some  variables  were  less
well  correlated  (HKS  angle,  neck  shaft  angle,  femoral  head
diameter,  and  femoral  neck  length).  For  most  of  the  varia-
bles,  the  interobserver  correlations  were  statistically  better
with  the  3D  reconstruction  (Table  2).
The  mean  difference  between  the  two  observers  is  shown
in  Table  3.  For  all  lower  limb  measurements,  3D  technique
SD  was  systematically  slightly  inferior  to  2D  measurement
(P  ≤  0.005).
The  average  dose  delivered  for  the  stereoradiographic
examination  (AP  +  LAT)  was  0.54  mGy  (SD  =  0.05  mGy).
DiscussionThe  ideal  method  for  measuring  lower  limb  variables  should
be  readily  available,  accurate,  reliable,  inexpensive,  allow
visualization  of  the  entire  limb,  minimize  radiation  expo-
sure,  and  have  no  magniﬁcation  error.  Review  of  the
s
3
o
eiterature  shows  that,  until  now,  no  single  imaging  method
ould  be  considered  ideal.  Until  now,  the  EOSTM system  has
een  available  only  in  a  few  medical  centers  in  France  and
 few  major  cities  in  Europe  and  North  America.  The  lite-
ature  about  this  technique  is  thus  sparse.  In  this  study,  we
imed  to  evaluate  the  interest  of  a  new  3D  modelling  tech-
ique  for  the  assessment  of  lower  limb  lengths  and  angles  in
erms  of  measurement  reliability.  Overall,  we  found  the  3D
echnique  to  have  similar  or  better  intra-  and  inter-operator
eliability  than  2D  radiography.  We  compared  these  to  the
esults  reported  for  various  other  tools  for  assessing  lower
imb  variables  so  that  we  could  discuss  its  potential  advan-
ages  and  pitfalls.
The  main  limitation  of  our  study  is  the  use  of  lower
imbs  from  a  hospital-based  population  of  patients  requiring
otal  hip  arthroplasty.  This  inclusion  criterion  meant  that
ost  of  the  proximal  limbs  viewed  had  major  coxarthro-
is.  Coxarthrosis  causes  signiﬁcant  anatomical  changes  in  the
roximal  extremities  of  the  femur  and  may  cause  difﬁculty
t  the  time  of  reconstruction  when  the  anatomical  model  is
sed.  Similarly,  it  may  distort  measurements  on  2D  radiog-
aphy;  we  found  2D  reproducibility  slightly  worse  than  rates
eported  in  the  literature  for  equivalent  measurements
20,21].  It  would  probably  have  been  better  to  use  healthy
ones  to  test  the  reproducibility  of  the  EOSTM system,  but  it
ould  have  been  difﬁcult  from  an  ethical  point  of  view  to
xpose  subjects  to  radiation  without  any  clinical  purpose.
esides,  the  differences  in  shape  of  repeated  lower  limb
econstructions,  the  high  intraobserver  and  interobserver
eproducibility  in  the  3D  reconstruction  showed  the  stability
f  the  reconstructions.  The  promising  results  of  the  cur-
ent  in  vivo  study  demonstrate  that  it  should  be  possible  to
se  EOSTM stereoradiography  for  lower  limb  measurements
n  clinics,  despite  the  pitfalls  related  to  the  superposition
f  multiple  soft  tissue  and  bony  structures.  In  addition,  the
bsence  of  signiﬁcant  differences  between  subjects  showed
hat  the  method  was  both  feasible  and  reproducible  for  most
ubjects.  Secondly,  we  did  not  compare  measurement  of  the
D  reconstruction  with  conventional  full-length  radiographs
r  the  CT-scan,  principally  in  order  to  avoid  an  additional
xposure  for  the  patients.  Even  if  these  techniques  are  the
510  B.  Guenoun  et  al.
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Table  3  Mean  interobserver  differences  in  clinical  varia-
bles with  the  EOSTM 2D  and  3D  techniques.
2D  3D
Femur  length  (cm)  0.206  0.132*
Tibia  length  (cm)  0.218  0.159*
Lower  limb  length  (cm)  0.224  0.127*
HKS  angle  (◦)  0.868  0.519*
HKA  angle  (◦)  0.519  0.497*
Femoral  offset  (cm)  0.312  0.269*
Neck  shaft  angle  (◦)  4.685  2.937*
Femoral  head  diameter  (cm) 0.359  0.252*
Femoral  neck  length  (cm) 0.466  0.265*
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linical  routine  practice  or  the  most  reproducible  techniques
sed  to  measure  lower  limb  variables.  However,  a  recent
tudy  [22]  suggests  that  orthopedic  measurements  done  on
OSTM 2D  images  are  comparable  with  those  performed  on
onventional  2D  X-rays.  We  chose  instead  to  compare  it  with
OSTM 2D  frontal  X-rays,  to  optimize  the  usefulness  of  our
tudy  for  the  everyday  practice  of  orthopedic  surgeons.
The  third  major  limitation  of  this  study  is  that  all  the
easurements  were  performed  by  two  experienced  ope-
ators.  For  this  study  alone,  each  operator  did  100  EOSTM
econstructions  and  the  same  number  of  measurements  of
OSTM 2D  frontal  X-rays.  Obviously,  in  everyday  practice,
hese  reconstructions  must  be  performed  by  an  experienced
perator.  The  data  processing  requires  speciﬁc  staff  training
nd  the  image  takes  about  5  minutes  for  each  reconstruction
or  a  training  user.  Unlike  other  studies,  we  did  not  assess
ere  the  impact  of  operator  experience  on  the  reproducibi-
ity  of  measurements.
In  our  study,  radiation  doses  delivered  by  the  biplane  sys-
em  were  slightly  higher  than  what  was  reported  on  spine
xamination  on  adolescents  with  the  same  system  [23], but
ar  from  the  doses  classically  reported  for  a  single  AP  pelvis
onventional  X-ray  or  CT-scan  [24]  and  from  European  diag-
ostic  reference  levels  [25].
Despite  rapidly  advancing  technology,  it  is  important  to
ear  in  mind  that  the  accuracy  and  ease  of  obtaining  mea-
urements  with  any  imaging  modality  is  not  a  substitute  for  a
horough  clinical  assessment.  Clinical  evaluation  of  patients
ith  long-standing  limb  shortening,  especially  with  associ-
ted  muscle  weakness,  can  use  blocks  under  the  short  limb
o  estimate  the  amount  of  correction  that  feels  optimal;
 goniometer  can  also  be  used  to  measure  angular  deformi-
ies.  It  is  nonetheless  generally  agreed  now  that  radiographs
re  more  accurate  and  reliable  than  a  clinical  exam  for  ana-
yzing  the  lower  limb  variables  [26,27].
Accuracy  has  increased  with  digitization  of  radiogra-
hy:  digital  total-leg  radiography  is  a reliable  method  that
roduces  no  signiﬁcant  angle  differences  compared  to  con-
entional  radiography  systems  and  requires  signiﬁcantly
ess  evaluation  time  [4],  its  simplicity  of  implementation
nd  interpretation  distinguishes  it  from  all  other  tech-
iques.  Although  standard  long-leg  radiography  remains
he  reference  technique  for  the  evaluation  of  the  clini-
al  variables  of  the  lower  limb,  numerous  studies  have
emonstrated  its  limitations  in  terms  of  accuracy  and
Reliability  of  EOS  biplanar  X-ray  in  lower-extremity  measuremen
Table  4  Interobserver  and  intraobserver  correlation  for
clinical  lower  limb  discrepancy  with  a  variety  of  imaging
techniques.
Interobserver Intraobserver
Clinical
Jonson  and  Gross  [3]  0.970  0.650
Standing  AP  radiograph
Sabharwal  et  al.  [32]  0.968  0.978
Leitzes  et  al.  [6]  0.980  0.990
Slit scanograms
Terry  et  al.  [27] NA 0.990
CT  scanograms
Aitken  et  al.  [20]  0.995  NA
Sabharwal  et  al.  [32]  NA  0.979
MRI
Leitzes  et  al.  [6]  0.990  0.990
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NA: non applicable.
reproducibility.  These  studies  have  reported  measurements
of  these  variables,  and  most  speciﬁcally  lower  limb  dis-
crepancies,  with  a  variety  of  other  imaging  techniques,
including  orthoroentgenograms  [28,29],  CR-based  tele-
oroentgenograms  [30], Slit  scanograms  [31], CT  scanograms
[20,21,32],  or  MRI  [6].
Many  factors  can  modify  the  interpretation  of  measure-
ments  calculated  from  standard  radiographs,  despite  the
standardization  of  theoretical  angles:  source  position  and
motion,  the  direction  of  the  incident  rays,  the  extent  of
their  penetration,  and  the  patient’s  position  (position  and
rotation  of  the  hip,  knee  and  ankle).  The  technical  char-
acteristics  of  the  EOSTM system  control  for  most  of  these
factors.  Only  a  one-way  scan  is  needed  to  record  both  the
frontal  and  lateral  views,  unlike  most  other  techniques.  The
full  process  time  is  around  a  20-second  scanning  process.
This  shorter  acquisition  time  reduces  the  number  of  move-
ments  during  the  process,  compared,  for  example,  with
techniques  such  as  orthoroentgenograms  or  scanograms,
which  are  prone  to  errors  due  to  patients  moving  between
exposures.  EOSTM,  unlike  CT  scanograms  and  MRI,  has  the
advantage  of  displaying  the  entire  length  of  the  lower  limb,
without  any  magniﬁcation  error:  the  source  of  irradiation
moves  during  the  procedure,  with  the  structure  to  be  mea-
sured  always  centered  in  the  gantry  [33].
Our  study  provided  excellent  inter-  and  intraob-
server  reproducibility  for  the  2D  measurements  and  the
3D  modelling  values.  Comparison  of  our  data  with  the
literature  shows  that  the  reproducibility  of  the  assess-
ment  of  lower  limb  lengths  using  EOSTM 3D  modelling  [3]
is  better  than  clinical  assessment  [3]  and  better  than
or  at  least  equivalent  to  methods  using  plain  X-rays
[19,28,34—36],  computed  radiography  teleoroentgenograms
[30], CT  scanograms  [20], or  MRI  [6]  (Table  4).  All  the  tech-
niques  had  satisfactory  inter-  and  intraobserver  correlation
coefﬁcients  (high  to  excellent).  However,  there  are  disad-
vantages  to  most  of  these  techniques  as  well,  including
the  need  for  special  radiographic  equipment  such  as  grids,
m
a
ots  511
lters,  and  processors  along  with  the  need  for  long  radio-
raphic  cassettes,  which  may  not  be  readily  available  given
he  recent  advances  in  digital  imaging  and  which  can  be
ifﬁcult  to  store.  The  CT-scan  was  presented  as  a  solution
hat  both  improves  reproducibility  and  reduces  2D  projec-
ion  error  phenomena.  It  has,  however,  several  important
imitations:  the  dose  required  to  perform  the  examination
s  higher  than  that  needed  for  conventional  radiography,
atients  cannot  be  examined  in  a  weight-bearing  position,
nd  the  measurements,  which  depend  too  highly  on  the  deci-
ion  markers,  lack  reproducibility.
Reproducibility  of  this  3D  technique  had  been  previously
valuated  on  a  pediatric  population  [14]. The  reliability  of
he  assessment  of  femur  length,  tibia  length,  HKA  angle,  and
eck  shaft  angle  was  evaluated  on  children  with  the  same
onclusion  of  excellent  interobserver  correlation  for  femoral
nd  tibial  length  and  HKA  angle.  Interobserver  ICC  for  the
eck-shaft  angle  was  found  to  be  0.66  on  children  and  0.76
n  our  study,  suggesting  that  this  parameter  is  probably  less
eliable  than  the  others.  The  mean  values  of  each  lower  limb
ariable  extracted  from  the  3D  reconstruction  did  not  dif-
er  from  the  values  reported  in  the  literature  [4,16—18,37].
n  addition  to  the  signiﬁcant  difference  for  all  lower  limbs
arameters  between  the  2D  and  3D  measurements,  we  saw
emarkable  differences  for  certain  variables:  total  length,
KA  angle,  femoral  offset,  and  neck-shaft  angle.  Various
tudies  have  demonstrated  the  negative  impact  of  some
eﬂections  [20,29]  or  positions  [38]  of  the  lower  limb  on
he  accuracy  of  radiology  measurements.  A  recent  study  on
ry  bones  conﬁrmed  that  the  bias  between  2D  and  3D  mea-
urement  is  due  to  projection  errors  in  2D,  by  validating
he  accuracy  of  EOSTM 3D  parameters  against  CT-scan  on  dry
ones  [14]. In  the  presence  of  axial  rotation  of  the  lower
imb  during  acquisition,  the  measurement  of  frontal  knee
lignments  may  be  biased  [39], just  as  femoral  neck  antever-
ion  can  distort  the  assessment  of  2D  parameters  of  the
ip  [18]. Indeed,  it  is  for  the  hip  variables,  especially  the
emoral  offset  and  neck-shaft  angle,  that  we  see  the  largest
ifferences  between  2D  and  3D  measurements.  Sariali  et  al.
18]  measured  femoral  offset  in  a  series  of  223  hips  in  both
D  frontal  projection  and  3D  acquisition  by  a CT-scan  and
ound  a  mean  offset  of  38.7  mm  in  2D  and  42.2  mm  in  3D.
imilarly,  Pasquier  et  al.  [37]  found  in  a series  of  61  patients
hat  the  2D  femoral  offset  was  undervalued  by  3.3  mm.  Our
tudy  found  an  offset  of  36.0  mm  in  2D  and  of  43.0  mm  in
D,  for  a  difference  of  7  mm.  We  also  found  a difference  of
◦ between  2D  and  3D  for  the  neck-shaft  angle  in  our  popu-
ation,  consistent  with  the  ﬁndings  by  Kay  et  al.  [40], which
ighlighted  the  effect  of  femoral  rotation  on  the  neck-shaft
ngle  measurement.
The  low  dose  system  provides  spectacular  dose  reduc-
ion,  consistent  with  international  recommendations  on
adiation  protection  [7]  and  ranging  from  six  to  18  [23,25]
imes  lower  than  for  a  standard  long-leg  X-ray  [8]:  5  mrads.
he  irradiation  dose  is  an  important  factor  for  considera-
ion,  not  only  in  their  young  patients,  but  also  in  ours,  often
ld,  with  multiple  comorbid  conditions  and  both  requiring  a
horough  assessment  for  arthroplasty  and  likely  to  require
any  more  imaging  procedures  with  ionizing  radiation.
Our  study  could  overcome  most  of  the  limitations  in  the
vailable  articles  about  different  ﬁndings  in  the  assessment
f  lower  limb  measurements  as  retrospective  case  series
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ith  multiple  confounding  variables  not  clearly  stated  by
he  investigators,  such  as  image  size,  presence  of  angular
eformities  and  contractures  of  the  lower  limbs.  The  preci-
ion  and  accuracy  of  our  measurements  is  quite  remarkable,
nd  especially  useful  for  orthopedic  surgery  research.  We
an  wonder,  in  any  case,  whether  daily  orthopedics  prac-
ice  requires  measurements  as  precise  and  as  accurate  as
OSTM provides.  Certainly,  the  standard  surgery  that  will
esult  from  these  measurements  does  not.
The  ﬁnal  problem  is  not  yet  completely  resolved:  the  dif-
culty  of  developing  reconstruction  models  that  take  the
rosthetic  implant  into  account.  Schlatterer  et  al.  [41]  were
he  ﬁrst  to  test  positioning  3D  models  of  total  knee  arthro-
lasties  for  non-prosthetic  reconstruction  and  found  some
ifﬁculties,  speciﬁcally  related  to  the  deﬁnition  of  the  land-
arks.  We  plan  to  follow  this  initial  phase  of  evaluation
ith  further  development  of  this  imaging  tool,  to  create  a
rotocol  for  complete  preoperative  planning,  using  this  3D
econstruction.
onclusion
n  our  study,  the  EOSTM 3D  modelling  technique  showed
xcellent  inter-  and  intraobserver  reproducibility,  better
han  for  2D  measurements.  This  technique  appears  to  be  a
eliable  tool  for  lower  limb  measurements,  providing  greatly
educed  irradiation  and  satisfactory  inter-  and  intraobserver
eproducibility,  high  accuracy,  and  a  low  exam  cost.  This
maging  system  is  a  useful  tool  for  preoperative  assess-
ent  of  the  lower  limbs  (arthroplasty,  tumor)  and  should
e  the  second-line  technique  for  the  evaluation  of  lower
imbs  (in  cases  of  massive  long-leg  discrepancy  or  frontal
eformation)  for  planning  surgery,  to  supplement  standard
adiography.  For  now,  the  major  ﬂaw  of  the  EOSTM system
s  its  lack  of  availability  for  everyday  practice.  All  the  radi-
logic  methods,  found  in  the  literature,  were  reported  to
ave  similar  and  very  high  reliability  for  lower  limb  mea-
urements.  The  standing  AP  radiograph  of  the  lower  limbs,
ncluding  extremities,  should  be  the  method  of  choice  for
he  ﬁrst  evaluation.  Our  department  will  continue  to  study
he  lower  limb  measurements  obtained  with  the  EOSTM sys-
em  after  total  hip  arthroplasty  to  evaluate  the  value  of  its
se  in  orthopedics  practice.
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